Monitoring critically ill patients in the hyperbaric environment.
Some critically ill and injured patients now require treatment in hyperbaric chambers. The combination of high concentrations of oxygen and increased pressure presents special hazards that limit options for physiologic monitoring. A creative problem-solving approach guided by basic principles of electrical safety enables one to meet the monitoring needs of most patients. Very simple techniques usually best serve the interest of the patient and medical personnel.